Single-molecule Förster resonance energy transfer (smFRET) is a powerful tool for extracting distance information between two fluorophores (a donor and acceptor dye) on a nanometer scale. This method is commonly used to monitor binding interactions or intra-and intermolecular conformations in biomolecules freely diffusing through a focal volume or immobilized on a surface. The diffusing geometry has the advantage to not interfere with the molecules and to give access to fast time scales. However, separating photon bursts from individual molecules requires low sample concentrations. This results in long acquisition time (several minutes to an hour) to obtain sufficient statistics. It also prevents studying dynamic phenomena happening on time scales larger than the burst duration and smaller than the acquisition time. Parallelization of acquisition overcomes this limit by increasing the acquisition rate using the same low concentrations required for individual molecule burst identification. In this work we present a new two-color smFRET approach using multispot excitation and detection. The donor excitation pattern is composed of 4 spots arranged in a linear pattern. The fluorescent emission of donor and acceptor dyes is then collected and refocused on two separate areas of a custom 8-pixel SPAD array. We report smFRET measurements performed on various DNA samples synthesized with various distances between the donor and acceptor fluorophores. We demonstrate that our approach provides identical FRET efficiency values to a conventional single-spot acquisition approach, but with a reduced acquisition time. Our work thus opens the way to high-throughput smFRET analysis on freely diffusing molecules.
INTRODUCTION
In recent years single-molecule Förster resonance energy transfer (smFRET) has gained widespread acceptance in biology as an effective technique to monitor distances between two or more fluorophores [1] [2] [3] [4] . The single-molecule approach allowed to investigate interactions of proteins with nucleic acids or conformational changes of macromolecules with an accuracy impossible to achieve with ensemble measurements [5] [6] [7] [8] . smFRET measurements are performed either on surface-immobilized or on freely diffusing molecules. The latter approach has the advantage to be immune to surface interactions which may influence the observed dynamics.
In freely diffusing smFRET measurements a single-molecule generates a photon burst while diffusing through a small excitation volume (~1fL). The low sample concentration (<100pM) needed to have at most one molecule a time in the excitation volume, requires long acquisition times (tens of minutes to one hour) in order to collect a number of bursts sufficient for FRET analysis. This results not only in time-consuming measurements but, more importantly, makes very difficult to study dynamic phenomena on timescales of a minute or less.
A high-throughput FRET approach can overcome these limitations enabling the observation of faster dynamics at the single-molecule level. In order to achieve this goal, the sample needs to be excited by several spots simultaneously, and photons emitted in each excitation volume must be detected and processed in parallel. The multispot approach poses several challenges both in the generation of the excitation spots and in the detection system. The excitation pattern can be obtained either making use of micro-lenses or employing a spatial light modulator. For the detection part, employing single-pixel Single-Photon Avalanche Diodes (SPAD's) as in traditional smFRET system is not possible, due to the overwhelming complexity and cost involved in managing and aligning a large number of detectors. Recent advances in detector technology led to the development of SPAD arrays suitable for single-molecule spectroscopy 9 . Multispot excitation has been reported for fluorescence correlation spectroscopy (FCS) measurements employing small arrays of SPAD's 10 , 11 . No report of multispot smFRET measurements exists to date.
In this work we report the first multispot smFRET system, which features 4 excitation spots and parallel detection of the fluorescence signal of each spot on two color channels. We employed a liquid crystal on silicon (LCOS) spatial light modulator for the generation of excitation spots and a custom 8x1 SPAD array (SPADA) as the detector. The system has been employed to measure a set of double-stranded DNA (dsDNA) samples, labeled by dyes attached at different distances. This gave a spectrum of FRET efficiency values suitable to assess the performances of the system.
INSTRUMENTS AND METHODS

Setup description
A schematic representation of the setup is reported in Figure 1 , which is very similar to the arrangement described previously 10 . Briefly, the sample is excited by 4 linearly arranged diffraction-limited spots focused into the sample using a high numerical aperture (NA) water-immersion objective lens (Olympus 60x, NA = 1.2). The fluorescence signal collected from these spots is split into two spectrally separated images for the donor and the acceptor components. Each component, comprised of 4 emission spots, is then focused onto one half of the 8x1 SPADA.
The 4-spot excitation pattern is generated using a collimated 532 nm laser beam (IC-532-1000 ps, High Q Laser) and a LCOS spatial light modulator (LCOS-SLM, or simply LCOS, model LCOS-SLM X1048, Hamamatsu) as previously described 10 . The modulation pattern on the LCOS is software-controlled, providing complete flexibility to specify the excitation pattern geometry (number of spots, pitch, position and orientation). This programmability is essential to facilitate a precise alignment of the setup, as described below.
The 4-spot emission pattern is recollimated by the objective lens and sent to the camera port of the microscope. A dual-view system (OptoSplit II Image Splitter, CAIRN Research Ltd.) allows focusing and aligning the spots on the detector, projecting the donor and acceptor spectral components on two halves of the SPAD array.
The detector is a monolithic 8x1 array of silicon SPAD's developed at the Politecnico di Milano employing a custom planar technology 9 . Each SPAD (or pixel) has a 50 μm diameter active area and is separated from its neighbor by 250 μm. The module outputs 8 independent streams of 50 ns wide TTL pulses corresponding to detected photons or dark counts from each SPAD pixel.
The 8 TTL SPADA outputs are fed to 8 inputs of a reconfigurable digital input/output board (PXI-7813R, National Instruments). This board features a Virtex-II 3M field-programmable gate array (FPGA), which can be used to time-tag each pulse with 12.5 ns precision, label it with the source SPAD pixel number and transfer the data to the host PC via a PXI-PCI communication bridge (PXI-PCI 8330, NI). The host PC is used to display, save and analyze the data. The FPGA is programmed using LabVIEW-FPGA and data acquisition and analysis on the PC are written in LabVIEW.
Alignment procedure
After separation into the donor and acceptor components, the 4 emission spots need to be reimaged onto the 8 equally spaced pixels of the SPAD detector. Spectral separation and imaging are performed by the dual-view system, which allows aligning the donor and acceptor images next to each other on the detector using alignment micrometer screws.
The pitch, position and orientation of the excitation spots can be modified using the software controlling the LCOS pattern. Changing any of these parameters affects both donor and acceptor images identically. In particular, changing the orientation of the pattern results into two (4-spot) images rotated around their own, distinct rotation center. To obtain two images which are aligned with one another in order to match the geometry of the detector, LCOS-independent degrees of freedom are necessary. These are provided by the dual-view manual controls, which allow repositioning each image (X and Y translation) with respect to the detector. Accurate alignment of the donor and acceptor images on the detector is of paramount importance to obtain the maximum collecting efficiency and the most even response between the donor and the acceptor channels.
Alignment is performed in two steps: the first step is performed only once during initial setup assembly, while the second, fine alignment step, is performed before each measurement session. During the first, coarse alignment step, the dichroic filter in the dual-view is replaced by a 50% beam splitter. This allows using a sample containing a single fluorophore in order to obtain identical signals in the donor and acceptor channels. First, we determine the optimal excitation spot pitch in order to match the pitch of the SPAD array. This is accomplished by placing a CCD camera at the exit port of the dual-view system and imaging a concentrated sample of Rhodamine 6G (R6G, ~3µM, Sigma Aldrich) illuminated with the LCOS-generated spot pattern. Knowing the pixel size of the camera, it is possible to directly measure the spot pitch in the image plane. Once the optimal pitch has been defined, the CCD camera is replaced by the SPAD array. A first coarse alignment is performed by positioning the SPAD detector in order to maximize the counts on all 8 channels. After this step, the detector position is locked in place on the dual-view exit port and the dichroic mirror is installed back into the dual-view system. The second alignment step uses a concentrated (~1M) solution of Alexa 546 (Life Technologies), which can be excited with the 532 nm laser and whose emission can be detected in both the donor and acceptor channels. Its goal is to precisely determine the exact location, in the sample, of the optical conjugate of each SPAD pixel. For this purpose, we excite the sample with a single spot, which is translated in both X and Y directions using the programmable LCOS, until the signal on one SPAD pixel is maximized. This allows determining the best conjugate location for that SPAD pixel on the LCOS. The procedure is then automatically repeated for each SPAD pixel, until a series of 8 ideal locations for all SPAD's has been determined. First, this allows fine-tuning the spot pitch, by direct measurement of the distance between the programmed spots. Finally, since only 4 points are excited in the sample (each one generating a signal on the donor and acceptor side of the detector), this allows detecting some residual orientation difference or offset between the SPAD array and the spot images. We then slightly adjust the spot image location using the dual-view controls and reiterate the procedure until a sufficiently good alignment is obtained. Using this approach, it is possible to achieve an alignment accuracy of both donor and acceptor channels of better than 7 μm. This is sufficient to center each ~ 30 μm diameter spot image onto its corresponding 50 μm diameter SPAD pixel.
Once the fine alignment step is completed, measurement of the single-molecule samples can proceed.
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Data acquisition
The 8 TTL SPAD outputs are acquired by the acquisition board containing a Virtex II FPGA through a BNC connector breakout box (CA-1000, National Instruments). We programmed the FPGA to perform basic time-stamping of the incoming TTL pulses (12.5 ns resolution) and continuously (and asynchronously) send the pulses arrival times and channel numbers to the PC via direct memory access (DMA) first-in first-out (FIFO) transfer. The implementation uses 8 FIFO buffers on the FPGA to save the pulses arrival times. Cyclically, each local FIFO is queried and, if some data is available, a single pulse information is moved into a DMA communication FIFO. Data is binned on the host PC in real time using a user-defined resolution and displayed as a color-coded chart or time traces for each channels. In this configuration, burst search and FRET histogram analysis are performed off-line on the host computer.
We also tested a second approach in which the FPGA board performs not only time-tagging of the incoming pulses but also burst identification and data reduction. This hardware-based burst search significantly reduces the amount of data transferred to the PC and will be described elsewhere. Note that, in order to represent the live time traces, raw time stamps or binned time traces still need to be transferred from the FPGA.
Burst search algorithm
The burst search is performed on a single-spot basis (one donor and one acceptor channel) using a classical thresholding algorithm [12] [13] [14] applied on the merged streams of the donor and acceptor channels. Merging helps in detecting bursts, which have either a low donor or low acceptor count, which would be hard to detect individually. After burst detection, the respective number of donor and acceptor photons in each burst (donor and acceptor burst sizes), the burst duration, as well as start and stop times in each channel can be easily recovered.
The algorithm is efficiently implemented without binning the photon arrival times (saving memory and processing power). Instead, the photon stream is analyzed using a sliding window of duration T. When a window contains more than m photons, a burst is started; conversely, when the number of photons drops below m the burst ends. In other terms, m/T is the threshold rate above which a burst starts and below which a burst ends. Finally, only bursts with more than L photons are saved. Typical values for the burst search parameters are T = 0.5-1 ms, m = 3-10 and L = 20-50.
However, choosing a fixed set of burst search parameters is not optimal, particularly in a multi-pixel setup. In fact the background rate is different from pixel to pixel due to differences in the point spread function (PSF) of each excitation spot and differences in dark-counting rate (DCR) for each SPAD pixel. Additionally, background variations can be occasionally observed at the single spot level (due for instance to sample evaporation, drift or bleaching), which ideally require an adaptive threshold. In order to adaptively define optimal burst search parameters, the background rate must be computed on a spot-by-spot basis. Ideally we would choose a low threshold in order to detect bursts with maximum accuracy. In reality, the threshold rate can not be set too low, otherwise we risk to identify random background fluctuations as bursts. Practically, a threshold rate 2 or 3 times above the background rate is a good trade-off between rejecting noise and efficient burst detection. In the data presented in the next section, we computed the background rate before burst search for each SPAD pixel, set the threshold rate to 2.5 times the background rate (B), fixed m = 3 and calculated T = m/ (2.5 
B).
Once the bursts are identified, a proximity ratio (or raw FRET efficiency) can be computed for each burst:
where ai F is the number of photons in the acceptor channel and di F the number of photon in the donor channel, and the index i denotes one of the 4 excitation spots. This proximity ratio 13 needs to be corrected for background and leakage of the donor emission in the acceptor channel 15 . For background compensation new corrected burst sizes can be compute according to:
In eq. (2) and (3) Leakage is due to the broad band emission of the donor fluorophore, which usually has a tail extending in the acceptor emission wavelength range. For a given set of filters and fluorophore, the leakage can be precisely determined experimentally by using a donor only sample and measuring the observed signal in the acceptor channel. Leakage is expressed as a percentage of the donor channel signal. Calling da k the leakage percentage, we can correct the acceptor burst sizes as follows:
Finally, in order to obtain the correct FRET efficiency, the different efficiency between the donor and the acceptor channel must be considered. This requires knowing the fluorophore quantum yield, emission spectrum, the optical transmittance of the entire optical system, and the photon-detection efficiency (PDE) of the detectors 3 . All these parameters are commonly included in a factor γ (see eq. (5)), that has to be determined experimentally for each pair of SPAD pixels.
Lee et al. 15 demonstrate a method for facile γ calculation which however requires employing an alternating laser excitation (ALEX). The ALEX technique requires employing a second laser for acceptor dye excitation and has not been implemented at this stage on the multispot smFRET setup. All values reported in the following are background-and leakage-corrected FRET values computed assuming γ = 1.
RESULTS
To test our smFRET setup we measured data from a set of double-stranded DNA (dsDNA) samples of various lengths (25 to 32 base pairs, bp), doubly-labeled with Cy3B (donor, Amersham) and ATTO 647N (acceptor, Atto-Tec Gmbh) fluorophores. The fluorophores were attached on complementary single-stranded DNA (ssDNA) molecules in order to obtain distances of 3, 5, 7, 9 bp. The samples were prepared by hybridization of the complementary labeled ssDNA oligonucleotides using standard procedures. Figure 2 reports acceptor versus donor burst size scatter plots for the 5 bp sample. Two populations one of donor-only molecules (green dots) and one of FRET molecules (red dots) are noticeable. The selection of the two populations has been performed setting a threshold on the FRET value corresponding to the minimum between the two peaks in the FRET histogram. In Figure 2 the donor-only bursts lie along the horizontal axis. In those bursts, the acceptor counts are due mostly to background and there is no correlation between the acceptor and the donor burst sizes. Note that each burst size is corrected by subtracting a background value obtained according to eq. (2)-(3). The background noise variance results in a residual vertical spread for the donor-only bursts around the 0 value. 13 Figure 3 shows the FRET histograms for the four different dsDNA samples. Each plot is comprised of 4 subplots, corresponding to the different pairs of SPAD pixels (or excitation spots). For all the measured samples, we obtained similar FRET histograms for each of the four spots. The FRET population (right histogram peak) is clearly distinguishable and an estimation of the FRET efficiency (FRET peak position, E) is possible and reported below each plot. We confirmed the correctness of these values using a standard single-spot ALEX-FRET setup. As expected, the position of the FRET population peak decreases with increasing distance between fluorophores. As noted in Figure 2 , a significant zero-FRET population is present due to singly-labeled molecules. As experienced before the introduction of the ALEX approach, the presence of this subpopulation makes it difficult to measure low FRET values. This problem is inherent to all smFRET system employing a single excitation laser and can only be overcome by adding a second excitation laser to be able to identify the presence of an acceptor dye 15 . Figure 2 . Burst sizes of a dsDNA sample labeled with donor and acceptor dyes 5 base pairs apart. Scatter plots report the acceptor burst sizes versus the corresponding donor burst sizes for the 4 measurement spots. For each spot, the burst population is split in donor-only bursts (green dots) and in the "high FRET" population (red dots). The data is corrected for background and leakage of donor emission in the acceptor channel.
CONCLUSIONS AND PROSPECTS
We have reported the first multispot smFRET system, operating on freely diffusing molecules. The system works in parallel on 4 excitation spots, employing the 8 SPAD pixels of a monolithic custom SPAD array. We demonstrated the ability to discriminate FRET efficiencies corresponding to distances between Cy3B and ATTO 647N dyes which differ by 2 base pairs (0.6 nm). This resolution is comparable with the resolution of current state-of-the-art smFRET systems 2 , 3 , 16 . The multispot approach, however, allows a reduction of the acquisition time by a factor proportional to the number of SPAD pixels, making it possible to observe faster dynamics.
Several obvious improvements to the system are possible. First, the employed custom thin SPAD array has a photondetection efficiency (PDE) typical for silicon planar SPAD (< 50%, reached at 550 nm). While the PDE is slightly higher than standard CMOS SPAD's, is not as high as the PDE of dedicated (non-planar) single-pixel SPAD's, which are however manufactured with a technology not compatible for integration in arrays 9 , 17 . A new red-enhanced process 18 has been recently developed at Politecnico di Milano, which is compatible with the fabrication of SPAD arrays. The availability of such red-enhanced detectors with a larger number of SPAD's would greatly enhance the performances of the system. The next logical step consists in including an alternating laser excitation (ALEX) scheme 15 into the multispot approach in order to obtain better identification of singly-and doubly-labeled molecules. Such a system would enable very interesting new perspectives for high-throughput smFRET spectroscopy.
Lastly, the combination of an automated microfluidics sample handling system 19 with a multispot ALEX based system will greatly enhance solution-based smFRET experiment yielding high speed, high throughput and high content molecular analysis. 
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